[The development of a new multi-functional translumbar epidural space intracrandial pressure monitor].
This paper presents work principle and structure characteristic of a new translumbar pressure monitor. The monitor had the device of microduct with ball bladder and probe filled with liquid for making pressure. The clinical practice indicated that the monitor had the advantages of simply operating, small injury and good stability.